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To: 

Subject: 


Lawler, Michael (DPH) 

Thursday, July 14, 2011 10:12 AM 

Massif, Julianne (DPH); Salemi, Charles (DPH) 

Drug Lab HPLC 


The old HPLC has been cleared to junk but I have heard scuttlebutt that the one coming in doesn’t have a 
detector. There was some inquiry about whether the old unit’s detector works? 

Can you clarify for me that I can Junk the old unit entirely? Should I be retaining the present detector? 

Mike 
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